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(1) An amniotome is an instrument
used to rupture the fetal membranes.

(2) A circumcision clamp is an instru-
ment used to compress the foreskin of
the penis during circumcision of a male
infant.

(3) An umbilical clamp is an instru-
ment used to compress the umbilical
cord.

(4) A uterine curette is an instrument
used to scrape and remove material
from the uterus.

(5) A fixed-size cervical dilator is any
of a series of bougies of various sizes
used to dilate the cervical os by
stretching the cervix.

(6) A uterine elevator is an instru-
ment inserted into the uterus used to
lift and manipulate the uterus.

(7) A gynecological surgical forceps is
an instrument with two blades and
handles used to pull, grasp, or com-
press during gynecological examina-
tion.

(8) A cervical cone knife is a cutting
instrument used to excise and remove
tissue from the cervix.

(9) A gynecological cerclage needle is
a looplike instrument used to suture
the cervix.

(10) A hook-type contraceptive intra-
uterine device (IUD) remover is an in-
strument used to remove an IUD from
the uterus.

(11) A gynecological fibroid screw is
an instrument used to hold onto a fi-
broid.

(12) A uterine sound is an instrument
used to determine the depth of the
uterus by inserting it into the uterine
cavity.

(13) A cytological cervical spatula is
a blunt instrument used to scrape and
remove cytological material from the
surface of the cervix or vagina.

(14) A gynecological biopsy forceps is
an instrument with two blades and
handles used for gynecological biopsy
procedures.

(15) A uterine tenaculum is a hook-
like instrument used to seize and hold
the cervix or fundus.

(16) An internal pelvimeter is an in-
strument used within the vagina to
measure the diameter and capacity of
the pelvis.

(17) A nonmetal vaginal speculum is
a nonmetal instrument used to expose
the interior of the vagina.
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(18) A fiberoptic nonmetal vaginal
speculum is a nonmetal instrument,
with fiberoptic light, used to expose
and illuminate the interior of the va-
gina.

(b) Classification.
formance standards).

(2) Class I for the amniotome, uterine
curette, cervical dilator (fixed-size bou-
gies), cerclage needle, IUD remover,
uterine sound, and gynecological bi-
opsy forceps. The devices subject to
this paragraph (b)(2) are exempt from
the premarket notification procedures
in subpart E of part 807 of this chapter,
subject to the limitations in §884.9.

(1) Class II (per-
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§884.4550 Gynecologic surgical laser.

(a) Identification. A gynecologic sur-
gical laser is a continuous wave carbon
dioxide laser designed to destroy tissue
thermally or to remove tissue by radi-
ant light energy. The device is used
only in conjunction with a colposcope
as part of a gynecological surgical sys-
tem. A colposcope is a magnifying lens
system used to examine the vagina and
cervix.

(b) Classification. Class II (perform-
ance standards).

§884.4900 Obstetric table and acces-
sories.

(a) Identification. An obstetric table is
a device with adjustable sections de-
signed to support a patient in the var-
ious positions required during obstetric
and gynecologic procedures. This ge-
neric type of device may include the
following accessories: patient equip-
ment, support attachments, and cabi-
nets for warming instruments and dis-
posing of wastes.

(b) Classification. Class II (perform-
ance standards).

Subpart F—Obstetrical and Gyne-
cological Therapeutic De-
vices

§884.5050 Metreurynter-balloon abor-
tion system.

(a) Identification. A metreurynter-bal-
loon abortion system is a device used
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